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Sample Results; 4D79213.D

Abundance

Ref 50.

Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) 4|3
166

94

71
I

m/z->
Abundance

#80

tetrachloroethene
Concen: 61.77 ug/L
RT: 13.369 min Scan# 1904

I

60 80 100 120 160
Scan 1904 (13.369 min): 4D79213 D\data ms

m/z-> 40 60 80 100 120 140 160
Abundance Scan 1904 (13.369 min): 4D79213 DNdatams (-1809) (-)1^

Delta R.T. 0.000 min
Lab File: 4D79213.D
Acq: 18 May 2017 3:38 am

Tgt Ion:164 Reap: 110388
Ion Ratio Lower Upper
164
129

100
93.0 62.4 122.4

131 90.2 57.4 117.4
166 131.8 97.3 157.3

Abundance

m/z-> 40 60 80 100 120 140 160

80000

60000

40000

20000

D
Time--> 13.30 13.40
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Sample Results: 4D79214.D

Quantitation Report (QT Reviewed)

Data Path 
Data File 
Acq On 
Operator 
Sample 
Misc
ALS Vial

C:\msdchem\l\data\ 
4D79214.D
18 May 2017 4:06 am
BridgetK
jc43354-3
MS16090,V4D3423,5,,,,1 
46 Sample Multiplier: 1

Quant Time: May 18 13:42:38 2017
Quant Method : C:\MSDCHEM\l\METHODS\M4D3413.M
Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration

Compound R.T. Qlon Response Cone Units Dev(Min)

Internal Standards
1) tert butyl alcohol-d9 7.550 65 134410 500.00 ug/L 0.00
5) pentafluorobenzene 10.098 168 185458 50.00 ug/L 0.00

52) 1,4-difluorobenzene 11.042 114 278467 50.00 ug/L 0.00
74) chlorobenzene-d5 14.198 117 235393 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 16.578 152 119221 50.00 ug/L 0.00

System Monitoring Compounds
44) dibromofluoromethane (s) 10.087 113 97859 53.25 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 106.50%

53) 1,2-dichloroethane-d4 (s) 10.533 65 108253 53.83 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 107.66%

75) toluene-d8 (s) 12.709 98 311393 51.11 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 102.22%

99) 4-bromofluorobenzene (s) 15.372 95 112751 51.09 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 102.18%

Target Compounds Qvalue
46) 1,1,1-trichloroethane 10.187 97 3584 1.13 ug/L 88
80) tetrachloroethene 13.370 164 4330 2.56 ug/L 96

.-'IIk

H

qualifier out of range (m) = manual integration (+) = signals summed
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Sample Results: 4D79214.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79214.D
Acq On : 18 May 2017 4:06 am
Operator : BridgetK
Sample : jc43354-3
Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 46 Sample Multiplier: 1

Quant Time: May 18 13:42:38 2017
Quant Method : C:\MSDCHEM\l\METHODS\M4D3413.M
Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration

Abundance
600000

550000

TIC: 4D79214.D\data.ms

500000

450000

400000

350000

300000

250000

200000

150000

100000

50000

1

H
(0

S
i

Tlme-> 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00
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Sample Results: 4D79214.D

Abundance Scan 1297 (10.187 min): 4D78959.D\data.ms (-1285) (-)

Concen: 1.13 ug/L
RT: 10.187 min Scan# 1297
Delta R.T. 0.000 min 
Lab File: 4D79214.D
Acq: 18 May 2017 4:06 am

Ref 50

Ion: 97 Resp: 3584100 120 140 160 180 200.m/z->
Abundance Ratio Lower UpperScan 1297 (10.187 min): 4D79214.D\data.ms

78.3 34.0 94.0
47.1 14.9 74.9

Abundance 
40000'

180 200m/z-> 40 60 80 100 120 140 160
Abundance Scan 1297 (10.187 min): 4D79214.D\data.ms (-1192) (-)

30000

20000

10000

10.187

100 120 140 160 180 200 10.15 10.20 10.25m/z-> Time-->

B

Abundance

Ref 50

Scan 1904 (13.369 min): 4D78959.D\data,ms (-1896) (-)43

m/z-> 30 40
Abundance

Raw

#80
tetrachloroethene 
Concen: 2.56 ug/L

50 60 70 80 90 100110 120 130140 150 160170 
Scan 1904 (13 370 min): 4D79214.D\data.ms 1$6

RT: 13.370 min Scan# 1904
Delta R.T. 0.001 min
Lab File: 4D79214.D
Acq: 18 May 2017 4:06 am

Tgt Ion:164 Resp: 4330
Ion Ratio Lower Upper
164
129

100
87.1 62.4 122.4

131 86.7 57.4 117.4
166 120.4 97.3 157.3

Abundance

3000

m(z-> 30 40 50 60 70 80 90 100110 120 130140 150 160170
Abundance Scan 1904 (13,370 min): 4D79214.D\data ms (-1809) (-)Ite

Sub

m/z->

2000

1000

80 90 100 110 120 130140 150 160170 hime~> 13.35 13.40
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Sample Results: 4D79215.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79215.D
Acq On : 18 May 2017 4:33 am
Operator : BridgetK
Sample : jc43354-4
Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 47 Sample Multiplier: 1

Quant Time: May 18 13:43:22 2017
Quant Method : C:\MSDCHEM\l\METHODS\M4D3413.M
Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration

Compound

Internal Standards
1) tert butyl alcohol-d9 7.555
5) pentafluorobenzene 10.098

52) 1,4-difluorobenzene 11.042
74) chlorobenzene-d5 14.198
98) 1,4-dichlorobenzene-d4 16.578

System Monitoring Compounds 
44) dibromofluoromethane (s)
Spiked Amount 50.000 Range 76

53) 1,2-dichloroethane-d4 (s) 10.528
Spiked Amount 50.000 Range 73

75) toluene-d8 (s)
Spiked Amount 50.000

99) 4-bromofluorobenzene (s 
Spiked Amount 50.000

10.087

12.709 
Range 84 

15.372 
Range 78

Target Compounds
18) 1,1-dichloroethene 6.811
25) methyl tert butyl ether 8.037
26) trans-1,2-dichloroethene 8.058
29) 1,1-dichloroethane 8.672
37) cis-1,2-dichloroethene 9.479
46) 1,1,1-trichloroethane 10.187
61) trichloroethene 11.393
66) 1,2-dichloropropane 11.645
80) tetrachloroethene 13.370

Qlon Response Cone Units Dev(Min)

65 136369 500.00 ug/L 0.00
168 189344 50.00 ug/L 0.00
114 283250 50.00 ug/L 0.00
117 241289 50.00 ug/L 0.00
152 121301 50.00 ug/L 0.00

113 99180 52.86 ug/L 0.00
- 120 Recovery 105.72%

65 110909 54.22 ug/L 0.00
- 122 Recovery 108.44%

98 314551 50.37 ug/L 0.00
- 119 Recovery = 100.74%

95 113624 50.60 ug/L 0.00
- 117 Recovery 101.20%

Qvalue
96 1534 0.79 ug/L 86
73 4109 0.59 ug/L 98
96 645 0.27 ug/L # 54
63 38347 9.25 ug/L 99
96 6206 2.46 ug/L 98
97 23421 7.25 ug/L 98

130 4563 2.07 ug/L 98
63 1018 0.42 ug/L 87

164 43568 25.13 ug/L 97

H

qualifier out of range (m) = manual integration (+) = signals summed

M4D3413.M Thu May 18 13:43:29 2017 RPTl

4D79215.D: JC43354-4 HSSER-GMZ01-050917 page 1 of 7

Page: 1

SGS 83 of 237 
ACCUTEST

JC43354



Sample Results: 4D79215.D

Quantitation Report (QT Reviewed)

Data Path 
Data File 
Acq On 
Operator 
Sample 
Misc
ALS Vial

C:\msdchem\l\data\
4D79215.D
18 May 2017 4:33 am
BridgetK
jc43354-4
MS16090,V4D3423,5,,,,1 
47 Sample Multiplier: 1

Quant Time: May 18 13:43:22 2017
Quant Method : C:\MSDCHEM\l\METHODS\M4D3413.M
Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 um
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration

Abundance nC: 4D79215.D\data.ms

600000

550000

500000

450000

400000

350000

300000

250000

200000

150000

100000

50000

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00Tlme->

Page: 2M4D3413.M Thu May 18 13:43:29 2017 RPTl
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Sample Results: 4D79215.D

Abundance Scan 651 (6.800 min): 4D78959.D\data.ms (-639) (-) #18
1,1-dichloroethene 
Concen: 0.79 ug/L
RT: 6.811 min Scan# 653
Delta R.T. 0.011 min 
Lab File; 4D79215.D 
Acq: 18 May 2017 4:33 am

Ref 50

116 132
Tgt Ion: 96 Reap: 1534
Ion Ratio Lower Upper 

96 100
61 147.2 138.9 198.9
63 49.1 25.3 85.3

40 60 80 100 120 140 160 180 200
Scan 653 (6,811 min): 4D79215.D\data.ms

m/z->
Abundance

Abundance

1000

m/z->
Abundance

40 60 80 100 120 140 160 180 200
Scan 653 (6.811 min): 4D79215.D\data.ms (-556) (-)

100 120 140 160 180 200m/z-> Tlme->

B

Abundance Scan 888 (8.043 min): 4D78959.D\data.ms (-871) (-)

Ref 50

40 60 80 100 120 140 160 180 200
Scan 887 (8.037 min): 4D79215.D\data,ms

m/z->
Abundance

40 60 80 100 120 140 160 180 200
Scan 887 (8.037 min): 4D79216,D\data.ms (-793) (-)

nVz->
Abundance

120 140 160 180 200

methyl tert butyl ether
Concen: (1.59 ug/L
RT: 8.037 min Scan# 887
Delta R.T. -0.006 min
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Tgt Ion: 73 Reap: 4109
Ion Ratio Lower Upper

73 100
57 21.5 0.0 67.8

Abundance

■nme-> 7.95’ 'a.bb' 's.os' 'a.'io
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Sample Results: 4D79215.D

Abundance Scan 889 (8.048 min): 4D78959.D\data.ms (-878) (-)

Concen: 0.27 ug/L
RT: 8.058 min Scan# 891
Delta R.T. 0.010 min 
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Ref 50

Tgt Ion: 96 Resp: 645
Ion Ratio Lower Upper 

96 100
61 II4.9 123.8 183.8#
98 0.0 34.8 94.8#

40 60 80 100 120 140 160 180 200
Scan 891 (8.058 min): 4D79215.D\data.ms

m/z->
Abundance

207 :

40 60 80 100 120 140 160 180 200
Scan 891 (8.058 min): 4D79215.D\data.ms (-784) (-)

m/z->
Abundance

100 120 140 160 180 200 Time--> 8.00

li*.

D

Abundance Scan 1008 (8.672 min): 4D78959.D\data.ms (-996) (-)

Ref 50

40 60 80 100 120 140 160 180 200
Scan 1008 (8.672 min): 4D79215.D\data.ms

m/z->
Abundance

40 60 80 100 120 140 160 180 200
Scan 1008 (8.672 min): 4D79215.D\data.ms (-896) (-)

m/z->
Abundance

100 120 140 160 180 200

#29
1,1-dichloroethane 
Concen: 9.25 ug/L
RT: 8.672 min Scan# 1008
Delta R.T. -0.000 min
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Tgt Ion: 63 Resp: 38347
Ion Ratio Lower Upper

63
65

100
31.5 1.6 61.6

83 12.2 0.0 43.1

Abundance
15000

10000

,Tlme-> 8.60 8.65 8.70 8.75

4D79215.D M4D3413.M Thu May 18 13:43:30 2017 RPTl Page 4
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Sample Results: 4D79215.D

Abundance Scan 1162 (9.479 min): 4D78959.D\data.ms (-1152) (-)

Ref 50

40 60 80 100 120 140 160 180 200
Scan 1162 (9.479 min): 4D79215.D\data.ms

m/z->
Abundance

120 140 160 180 200m/z->
Abundance Scan 1162 (9.479 min): 4D79215.D\data.ms (-1061) (-)

#37
cis-1,2-dichloroethene 
Concen: 2.46 ug/L
RT: 9.479 min Scan# 1162
Delta R.T. 0.000 min
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Tgt Ion: 96 Resp: 6206
Ion Ratio Lower Upper

96 100
61 138.3 108.6 168.6
98 68.7 33.9 93.9

Abundance

120 140 160 180 200m/z-> Time--> 9.40

B

Abundance Scan 1297 (10.187 min): 4D78959.D\data.ms (-1285) (-)

Ref 50

40 60 80 100 120 140 160 180 200
Scan 1297 (10.187 min): 4D79215.D\data.ms

m/z->
Abundance

40 60 80 100 120 140 160 180 200
Scan 1297(10 187 min). 4D79215.D\data.ms (-1192) (-)

m/z->
Abundance

36 47

80 100 120 140 160 180 200m/z->

#46
1,1,1-trichloroethane 
Concen: 7.25 ug/L
RT: 10.187 min Scan# 1297
Delta R.T. 0.000 min
Lab File: 4D79215.D
Acq:: 18 May 2017 4:33 am

Tgt Ion: 97 Resp: 23421
Ion Ratio Lower Upper

97
99

100
66.3 34.0 94.0

61 46.0 14.9 74.9

Abundance

40000

30000

20000

10.18710000

Time--> 10.10

4D79215.D M4D3413.M Thu May 18 13:43:30 2017 RPTl Page 5
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Sample Results; 4D79215.D

Abundance Scan 1527 (11.393 min): 4D78959.D\data.ms (-1518) (-)

Ref 50

73 82

30 40 50 60 70 80 90 100 110 120 130 140
Scan 1527 (11.393 min): 4D79215.D\data ms

m/Z“>

Abundance

30 40 50 60 70 80 90 100 110 120 130 140
Scan 1527(11.393 min): 4D79215.D\data.ms (-1428) (-)

m/z->
Abundance

m/z->

#61
trichloroethene 
Concen: 2.07 ug/L
RT: 11.393 min Scan# 1527
Delta R.T. -0.000 min
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Tgt Ion:130 Resp: 4563
Ion
130

Ratio
100

Lower Upper

95 105.9 70.1 130.1
130 100.0 70.0 130.0
132 97.7 67.2 127.2

Abundance

30 40 50 60 70 80 90 100 110 120 130 140 Time-->

B
11.35 11.40 11.45

Abundance Scan 1574 (11.639 min): 4D78959.D\data.ms (-1565) (-) #66

Concen: 0.42 ug/L
RT: 11.645 min Scan# 1575
Delta R.T. 0.006 min 
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Ref 50

Tgt Ion: 63 Resp: 1018
Ion Ratio Lower Upper 

63 100
112 0.0 0.0 32.9

1.5 61.5

m/z->
Abundance

30 40 50 60 70 80 90 100 110 120
Scan 1575 (11.645 min): 4D79215.D\data,ms

24.2

Abundance

30 40 50 60 70 80 90 100 110 120 j
Scan 1575 (11.645 min); 4D79215. DVdata. ms (-1479) (-) i

m/z->
Abundance

30 40 50 60 70 80 90 100 110 120 ■nme-->m/z-> 11.60 11.65

4D79215.D M4D3413.M Thu May 18 13:43:30 2017 RPTl Page 6
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Sample Results; 4D79215.D

Abundance

Ref 50

Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-) 
^ 166

129

71
I

85
l.j|.

m/2-> 40 60 80 100 120 140 160
Abundance Scan 1904 (13.370 min): 4D79215.D\data.ms

#80
tetrachloroethene 
Concen: 25.13 ug/L
RT: 13.370 min Scan# 1904
Delta R.T. 0.001 min 
Lab File: 4D79215.D
Acq: 18 May 2017 4:33 am

Tgt Ion:164 Resp: 43568
Ion Ratio Lower Upper
164 100
129 94.0
131 91.5
166 131.1

Abundance

62.4 122.4
57.4 117.4
97.3 157.3

30000

m/z-> 40 60 80 100 120 140 160
Abundance Scan 1904 (13.370 mi n): 4D79215. D\datams (-1809) (-)

1$6 20000

10000

Time--> 13.30 13.35 13.40 13.45

B
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Sample Results; 4D79216.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79216.D
Acq On : 18 May 2017 5:01 am
Operator : BridgetK
Sample : jc43354-5
Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 48 Sample Multiplier: 1

Quant Time: May 18 13:43:58 2017
Quant Method 
Quant Title 
QLast Update 
Response via

C:\MSDCHEM\l\METHODS\M4D3413.M 
SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn 
Wed May 10 12:20:55 2017 
Initial Calibration

Compound R.T. Qlon Response Cone Units Dev(Min)

Internal Standards
1) tert butyl alcohol-d9 7.555
5) pentafluorobenzene 10.103

52) 1,4-difluorobenzene 11.042
74) chlorobenzene-d5 14.198
98) 1,4-dichlorobenzene-d4 16.578

System Monitoring Compounds 
44) dibromofluoromethane (s) 10.087
Spiked Amount 50.000 Range 76

53) 1,2-dichloroethane-d4 (s) 10.533
Spiked Amount 50.000 Range 73

75) toluene-d8 (s) 12.709
Spiked Amount 50.000 Range 84

99) 4-bromofluorobenzene (s) 15.372
Spiked Amount 50.000 Range 78

Target Compounds
29) 1,1-dichloroethane 8.677
37) cis-1,2-dichloroethene 9.490
80) tetrachloroethene 13.375

65 130778 500.00 ug/L 0.00
168 182567 50.00 ug/L 0.00
114 272056 50.00 ug/L 0.00
117 231915 50.00 ug/L 0.00
152 117008 50.00 ug/L 0.00

113 95553 52.81 ug/L 0.00
- 120 Recovery = 105.62%

65 106860 54.39 ug/L 0.00
- 122 Recovery = 108.78%

98 300319 50.03 ug/L 0.00
- 119 Recovery = 100.06%

95 110096 50.83 ug/L 0.00
- 117 Recovery = 101.66%

Qvalue
63 4067 1.02 ug/L 96
96 361 0.15 ug/L # 75

164 913 0.55 ug/L 90

B

qualifier out of range (m) = manual integration (+) = signals summed

M4D3413.M Thu May 18 13:44:05 2017 RPTl

4D79216.D: JC43354-5 HSSER-SMW02-051017 page 1 of 4

Page: 1
Ope 90°f237 
OUa ACCUTEST

JC43354



Sample Results: 4D79216.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79216.D
Acq On : 18 May 2017 5:01 am
Operator : BridgetK
Sample : jc43354-5
Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 48 Sample Multiplier: 1

Quant Time: May 18 13:43:58 2017
Quant Method : C:\MSDCHEM\l\METHODS\M4D3413.M
Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration

Abundance TIC: 4D79216.D\data.ms

560000

540000

520000

500000

480000

460000

440000

420000

400000

380000

360000

340000

320000

300000

280000

260000

240000

220000

200000

180000

160000

140000

120000

100000

80000

60000

40000

20000

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00

B
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Sample Results; 4D79216.D

Abundance Scan 1008 (8.672 min): 4D78959.D\data.ms (-996) (-) #29

Concen: 1.02 ug/L
RT: 8.677 min Scan# 1009
Delta R.T. 0.005 min 
Lab File: 4D79216.D
Acq: 18 May 2017 5:01 am

Ref 50

Tgt Ion: 63 Resp: 4067
Ion Ratio Lower Upper 

63 100
1.6 61.6 
0.0 43.1

40 60 80 100 120 140 160 180 200
Scan 1009 (8.677 min); 4D79216,D\data.ms

m/z->
Abundance

11.5

Abundance

) 60 80 100 120 140 160 180 200
Scan 1009 (8.677 min); 4D79216.D\data.ms (-896) (-)

ntVz->
Abundance

8.65 ' ' ^70 ' ' ^75100 120 140 160 180 200 7ime-->

B

Abundance Scan 1162 (9.479 min): 4D78959.D\data.ms (-1152) (-)

Concen: 0.15 ug/L
RT: 9.490 min Scan# 1164
Delta R.T. 0.011 min 
Lab File: 4D79216.D
Acq: 18 May 2017 5:01 am

Ref 50

Tgt Ion: 96 Resp: 361
Ion Ratio Lower Upper 

96 100
61 95.9 108.6 168.6#
98 62.7 33.9 93.9

40 60 80 100 120 140 160 180 200
Scan 1164 (9.490 min): 4D79216 D\data.ms

m/z->
Abundance

Abundance

40 60 80 100 120 140 160 180 200
Scan 1164 (9.490 min): 4D79216.D\data.ms (-1061) (-)

nVz->
Abundance

207 i

180 200100 120 140 160
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Sample Results; 4D79216.D

Abundance Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-)

Ref 50

m/z-> 30 40 50 60 70 80 90 100110 120 130140 150 160170
Abundance Scan 1905 (13.375 min); 4D79216 DWata.ms

m/z-> 30 40 50 60 70 80 90 100110 120 130140 150 160170
Abundance Scan 1905 (13.375 min): 4D79216.D\data.ms (-1809) (-)

129

m/Z-> 30 40 50 60 70 80 90 100 110 120 130140 150 160170

#80
tetrachloroethene 
Concen: 0.55 ug/L
RT: 13.375 min :Scan# 1905
Delta R.T. 0.006 min
Lab File: 4D79216.D
Acq: 18 May 2017 5:01 am

Tgt Ion:164 Reap: 913
Ion
164

Ratio
100

Lower Upper

129 93.6 62.4 122.4
131 87.8 57.4 117.4
166 99.6 97.3 157.3

Abundance

f13.\375

Time"> 13.40

B
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Sample Results; 4D79217.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : Mil 9211.D
Acq On : 18 May 2017 5:29 am
Operator : BridgetK
Sample : jc43354-6
Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 49 Sample Multiplier: 1

Quant Time: May 18 13:44:31 2017
Quant Method 
Quant Title 
QLast Update 
Response via

C:\MSDCHEM\l\METHODS\M4D3413.M 
SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn 
Wed May 10 12:20:55 2017 
Initial Calibration

Compound R.T. Qlon Response Cone Units Dev(Min)

Internal Standards
1) tert butyl alcohol-d9 7.560 65 134172 500.00 ug/L 0.00
5) pentafluorobenzene 10.103 168 189028 50.00 ug/L 0.00

52) 1,4-difluorobenzene 11.042 114 282925 50.00 ug/L 0.00
74) chlorobenzene-d5 14.198 117 239840 50.00 ug/L 0.00
98) 1,4-dichlorobenzene-d4 16.578 152 122382 50.00 ug/L 0.00

System Monitoring Compounds
44) dibromofluoromethane (s) 10.087 113 99188 52.95 ug/L 0.00
Spiked Amount 50.000 Range 76 - 120 Recovery = 105.90%

53) 1,2-dichloroethane-d4 (s) 10.533 65 110718 54.19 ug/L 0.00
Spiked Amount 50.000 Range 73 - 122 Recovery = 108.38%

75) toluene-d8 (s) 12.709 98 311625 50.20 ug/L 0.00
Spiked Amount 50.000 Range 84 - 119 Recovery = 100.40%

99) 4-bromofluorobenzene (s) 15.372 95 115005 50.77 ug/L 0.00
Spiked Amount 50.000 Range 78 - 117 Recovery = 101.54%

Target Compounds Qvalue
80) tetrachloroethene 13.370 164 5966 3.46 ug/L 98

B

qualifier out of range (m) = manual integration (+) = signals summed
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Sample Results; 4D79217.D

Quantitation Report (QT Reviewed)

Data Path : C:\msdchem\l\data\
Data File : 4D79217.D
Acq On : 18 May 2017 5:29 am
Operator : BridgetK
Sample : jc43354-6
Misc : MS16090,V4D3423,5,,,,1
ALS Vial : 49 Sample Multiplier: 1

Quant Time: May 18 13:44:31 2017
Quant Method : C:\MSDCHEM\l\METHODS\M4D3413.M
Quant Title : SW846 8260C, DB-624 60 m x 0.25 mm x 1.4 urn
QLast Update : Wed May 10 12:20:55 2017
Response via : Initial Calibration

Abundance TIC: 4D79217.D\data.ms6000001

550000

500000

450000

400000

350000

300000

250000

200000

150000

100000

50000

4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00 17.00 18.00 19.00 20.00 21.00Tlme->

B
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Sample Results: 4D79217.D

Abundance Scan 1904 (13.369 min): 4D78959.D\data.ms (-1896) (-)

Ref 50

m/z~>
Abundance

60 80 100 120 140 11
Scan 1904 (13.370 min): 4D79217.D\data.ms

nVz-> 40 60 80 100 120 140 160
Abundance Scan 1904 (13.370 min): 4D79217.D\data.ms (-1809) (-)

1$6

#80
tetrachloroethene 
Concen: 3.46 ug/L
RT: 13.370 min Scan# 1904
Delta R.T. 0.001 min
Lab File: 4D79217.D
Acq: 18 May 2017 5:29 am

Tgt Ion:164 Reap: 5966
Ion Ratio Lower Upper
164
129

100
89.0 62.4 122.4

131 90.6 57.4 117.4
166 126.1 97.3 157.3

Abundance

13.35 13.40

b>

B
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